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ABSTRACT
For the first time, we present a novel and fully integrated
centrifugal microfluidic “lab-on-a-disk” for rapid metabolic
assays in human whole blood. All essential steps comprising
blood sampling, metering, plasma extraction and the final
optical detection are conducted within t = 150 s in passive
structures integrated on one disposable disk. Our technology
features a novel plasma extraction structure (V = 500 nL,
CV < 5%) without using any hydrophobic microfluidics where
the purified plasma (cRBC < 0.11%) is centrifugally separated
and subsequently extracted through a capillarily primed
extraction channel into the detection chamber. While this
capillary extraction requires precisely defined, narrow micro-
structures, the reactive mixing and detection is most efficient
within larger cavities. The corresponding manufacturing
technique of these macro- and micro structures in the range of
30 µm to 1000 µm is also presented for the first time: A novel,
cost-efficient hybrid prototyping technique of a multiscale
epoxy master for subsequent hot embossing of polymer disks.
1. INTRODUCTION
The transfer of routines in clinical diagnostics to compact
point-of-care devices is subject of various academic [1]-[4]
and commercial efforts [5][6]. An important objective in
medical diagnostic systems is the integration of the full
process chain from the preparation of a patient's whole blood
to an analytical result. To meet the requirements of clinical
diagnostics, so called „lab-on-a-chip“ or „µTAS“ (micro total
analysis systems) which feature a full process integration,
reduced consumption of sample and reagents as well as short
times-to-result and ease of handling are the most prominent
candidates.
Various lab-on-a-chip systems have proven to carry out these
processing steps, among them centrifugal "lab-on-a-disk" [7]
devices which exploit inertial and capillary forces for sample
preparation and flow control [8]-[10]. Their high potential to
run complete assay protocols, starting from raw whole blood,
is reflected by the intrinsic pumping and separation mecha-
nisms based on the centrifugal field.
Several microfluidic approaches for a batch separation
[7][10][11] of blood and metering of a defined volume of
purified plasma [9][12][13] based on hydrophobic micro-
fluidics have been presented so far. We focus on the imple-
mentation of a disk-based sample preparation structure which
combines the blood sedimentation and plasma metering in one
single structure. The functionality is demonstrated by a colori-
metric absorption assay to determine the alcohol concentration
in untreated human whole blood. 
2. SETUP
We use a hot embossed polymer substrate (COC) with the size
of a common compact disk (CD). The substrate features
fluidic and optical elements to perform colorimetric assays.
The fluidic elements provide ports for sample and reagent
uptake as well as a sample preparation structure with
integrated blood sedimentation and plasma metering which is
connected to a combined mixing and detection chamber
(Fig. 1). The liquid transport is controlled by the centrifugal
force F? which is generated by spinning of the passive disk.
3. PLASMA EXTRACTION STRUCTURE
The basic structure in Fig. 2 consists of a separation chamber
which is connected to one inlet for the blood sample and two 
Figure 1. The hot ebmossed disk features all required optical
and microfluidic structures to perform an enzymatic absorp-
tion assay to determine the alcohol concentration in human
whole blood.
COC substratehot-embossed disk        
COC substrate
detection
V-groove
reagents sample inlet
waste
separation
chamber
chamber
laser detectorF?
418	
	
 
 
! 

Authorized licensed use limited to: DUBLIN CITY UNIVERSITY. Downloaded on July 12,2010 at 13:07:18 UTC from IEEE Xplore.  Restrictions apply. 
outlets. One outlet is an overflow to initially meter the raw
blood sample, the other outlet represents a plasma extraction
channel which bends at a radial position located further inward
than the maximum liquid level in the inlet structure.
The hydrodynamic behavior of the extraction channel depends
on the radial spacing ?r between its downstream meniscus
with respect to the liquid level in the inlet structure. As long as
the meniscus in the plasma extraction channel stays radially
inward with respect to the liquid level (?r > 0), liquid is
retained at all frequencies within the sedimentation and
metering compartment according to the principle of intercon-
nected tubes. The extraction channel is primed by lowering the
frequency ?? below a threshold ?crit? where the capillary
pressure surpass the (initially) counteracting centrifugally
induced hydrostatic pressure. As soon as a net radial length
?r < 0 emerges in the capillary priming, the liquid can be
pumped centrifugally to downstream structures until the
continuous liquid column is disrupted.
The frequency protocol for the metering, sedimentation and
plasma extraction with the structure (Fig. 2) is displayed in
Fig. 3. By spinning for 2 s with a frequency ? = 50 Hz, the
separation chamber is filled and a volume is defined via the
overflow structure. Raising ??  to 100 Hz for 10 s leads to a
rapid sedimentation of the whole blood. Now the spinning
frequency is reduced, i.e. ? < ?crit, for t = 2 s to prime the
plasma extraction channel. Once the meniscus has reached a
position ?r < 0, the frequency is increased again to extract the
plasma. The extraction ceases when gas is drawn into the
extraction channel. The point of disruption is geometrically
defined by the position of the edge as well as the hydrody-
namic control of the break-off process to enable the precise
metering of the extracted amount of plasma. We achieve a high
volumetric precision of the extracted plasma in the detection
chamber (V = 500 nl) with a CV better than 1%
The speed of sedimentation is proportional to 1/??? (Fig. 4)
whereas the separated volume only depends on the volume
capacity of the separation chamber. A residual cell concen-
tration in the plasma cRBC < 0.11% is determined by optical
comparison to calibrated cell suspensions.
Figure 2. Section view of the plasma extraction structure. (1) After injection through the inlet, a droplet of raw blood is metered
by the overflow channel. Three menisci can be identified in the inlet and both outlets. (2) The cells settle towards the bottom of
the reservoir as the shock interface separating pure plasma and cellular blood proceeds. Once the shock interface is below the
inlet of the plasma extraction channel, the disk is stopped and the extraction channel is filled by the capillary pressure p??. (3) A
net radial length ?r < 0 induces a centrifugal pressure p? to pump the plasma through the extraction channel. The extraction
process ceases at the point when air is sucked into the plasma extraction channel. This point is reproducibly defined (CV < 1%)
by the centrifugally supported flattening of the meniscus towards high spinning frequencies. The extracted plasma is collected
in a reservoir attached to the extraction channel for further use.
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Figure 3. Frequency protocol of the sample preparation step
with integrated blood sedimentation and extraction of highly
purified plasma. 
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Figure 4. The measured separation time tsep of the metered
500-nl blood volume (CV < 1%) decreases with the inverse
square of the spinning frequency ?. The quality of the
extracted plasma represented by the residual red blood cell
concentration cRBC remains below 0.11% for all ?.
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4. INTEGRATED ABSORPTION ASSAY
An integrated absorption assay is conducted by a fully
automated frequency protocol to eliminate all error-prone
handling steps. To carry out the absorption assay, the extracted
plasma in the detection chamber is efficiently mixed with
enzymatic reagents [14] by using “shake-mode” mixing which
means a frequent reversal of the sense of rotation [15]. Finally,
the absorbance correlating to the alcohol concentration is
monitored in real-time during constant spinning [16] with our
previously introduced optical total internal reflection (TIR)
setup [17]. By benchmarking with calibrated samples [18], our
measurements (Fig. 5) display a CV of 5.3%, a lower limit of
detection cmin = 0.05‰, an excellent resolution (?c = 0.06‰),
and a high linearity between the alcohol concentration and the
optical absorption signal (R2 = 0.996). Additionally, the real
time monitoring under rotation allows to drastically reduce the
time-to-result with respect to standard kits. This performance
is comparable to common breath analyzers while avoiding the
error prone correlation between the alcohol concentration in
breath and whole blood.
5. MASTER FABRICATION
We developed a multistep hot embossing process to fabricate
the multiscale structures (Fig. 6). First, micro structures were
patterned on a Pyrex wafer by backside SU-8 lithography, cast
in PDMS and subsequently cast in a mechanically and
thermally stable epoxy resin (“epoxy-master 1”) [19]. The
“epoxy master 1”, exhibiting the micron-scale structures
(30 µm - 100 µm), is transferred by hot embossing into an
intermediate COC substrate. Next, the macro structures
(1000 µm) are added by micromilling. In the final step, this
intermediate is cast into the “epoxy master 2”.
This novel hybrid tooling technology allows rapid (less than
two days) and cost-efficient fabrication of multiscale hot
embossing masters (Fig. 7). The maximum depth of masters
merely based on SU-8 lithography is limited to about 300 µm
[19]. CNC micromachining of the intermediate COC master
allows to incorporate deeper structures (up to several milli-
meters) for larger reaction and detection cavities which are
also no longer restricted to a rectangular shape. The mechani-
cally and thermally stable master could be used both in hot
embossing and injection molding.
6. CONCLUSION
We introduced a novel, centrifugal sample preparation scheme
for whole blood displaying an integrated metering and plasma
extraction. Its performance was successfully demonstrated in
a fully process integrated enzymatic absorbance assay on
alcohol. The assay is conducted by an automated frequency
protocol to eliminate error-prone handling steps. The basic
operation functions of our integrated sedimentation and
metering structure, like stopping, metering and / or valving a
flow are achieved by implementing an extraction channel
without hydrophobic microfluidics. In respect to common
structures which are mostly based on capillary burst valves our
Figure 5. Calibration curve of the alcohol assay. After sedi-
mentation and mixing is completed, the increase of the absor-
bance A is recorded. Our measurements well reproduce the
concentrations of calibrated ethanol solutions as well as ref-
erence measurements on human whole blood with a CV of
5.3%, a lower limit of detection cmin = 0.05‰, a resolution of
?c = 0.06‰, and a linearity of R2 = 0.996.
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Figure 6. Fabrication process for epoxy masters. A polymer
disk is hot embossed from an intermediate “epoxy master 1”
which features only micro structures and post-processed via
micromilling to enable deeper macro structures. A mechani-
cally and thermally stable hot embossing “epoxy master 2” is
fabricated in an additional casting step. The structures of the
“expoxy master 2” are versatile in depth and shape.
Figure 7. Photograph of the epoxy master which features
structures in variation of shape and size, i.e. channel depths
from 40 µm to 1000 µm.
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setup displays a strong simplification in the fabrication
process.
 In addition, the here presented multi-step fabrication of the
epoxy-based hot embossing master allows to replicate micro-
fluidic chips with variable range structure depths in a very
rapid and cost-efficient fashion.
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